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We demonstrate a 64-pixel free-space-coupled array of superconducting nanowire single photon detectors 
optimized for high detection efficiency in the near-infrared range. An integrated, readily scalable, multiplexed 
readout scheme is employed to reduce the number of readout lines to 16. The cryogenic, optical, and electronic 
packaging to read out the array, as well as characterization measurements are discussed. 


Superconducting nanowire single photon detectors 
(SNSPD) have been shown to have high efficiency, low 
dark counts, and tens of picosecond timing 1 ! SNSPDs 
have been particularly useful in applications requiring 
high timing resolution and detection in the near-infrared 
(A > l/im) 2 l Until recently small arrays of nanowire de¬ 
tectors for imaging, higher count rates, large collection 
areas, and photon number resolving detection have been 
technologically challenging to realize. The recent obser¬ 
vation of the saturation of internal detection efficiency 
at ^ 40% of the maximum bias current in SNSPDs fab¬ 
ricated from amorphous tungsten silicide (WSi) is key 
in enabling high-efficiency arrays to be constructed® 
Detectors fabricated from niobium nitride (NbN), for ex¬ 
ample, have high detection efficiencies only at bias cur¬ 
rents close to the critical current^. Current “cross talk” 
between detectors in arrays biased so close to their max¬ 
imum operating current could cause other detectors to 
falsely fire when one detector in the array fires. A wide 
margin in operating bias, or “bias plateau”, allows the 
detectors to be biased at a fraction of their respective crit¬ 
ical currents and to remain sensitive to photons, even as 
other detectors in the array fire. Previously, we demon¬ 
strated a 4-pixel WSi SNSPD array with an integrated, 
scalable multiplexed readout 6 . In this work we extend to 
a free-space coupled 64-pixel (8x8 square) array using 
a slightly modified version of our multiplexed readout. 

To date, only a handful of experiments have demon¬ 
strated arrays of SNSPDs. Architectures where each 
detector has its own readout/bias line have been 
measured 5 7 9 However, one critical issue to consider 
when scaling up to larger numbers of elements is the 
available cooling power of the cryogenic system. Each 
readout channel adds to the total thermal power bud¬ 
get and can quickly limit achievable base temperatures. 
Therefore, multiplexing schemes, where the total number 
of readout channels is kept to a small fraction of the num¬ 
ber of array elements, become a necessity. Attempts at 
multiplexed readout have primarily been limited to single 
flux quantum (SFQ) logic schemes 10 14 . SFQ-logic-based 
readout is attractive due to the intrinsic low power con¬ 


sumption but the designs can be quite complex and re¬ 
quire additional fabrication steps for the Josephson junc¬ 
tions. Apart from SFQ, an inductive current splitting 
technique where the firing pixel location was encoded 
onto the magnitude of the output pulse, has been demon¬ 
strated in a 4-pixel linear array^. 

Another key issue in array development is device yield. 
The traditional materials used to date for making SNPSD 
arrays has been limited to the NbN family of materials 
and related alloys. Achieving high detection efficiencies 
with this material however requires wire widths < 100 
nm which, from a fabrication standpoint, can prove diffi¬ 
cult in achieving the necessary uniformity among all the 
pixels 16 . The result is that single-pixel active areas are 
relatively small compared to WSi, making efficient opti¬ 
cal coupling more difficult, particularly in a free-space- 
coupled setup. With WSi, saturation in detection ef¬ 
ficiency can be achieved with wire widths > 100 nm, 
which, in turn, allows devices with larger active areas 
to be fabricated with higher yield. To the best of our 
knowledge, there have been no experiments demonstrat¬ 
ing arrays larger than 12 pixels and combining a fully- 
integrated, multiplexed, readily scalable, readout with 
both temporal and spatial resolution of photo-detection 
events in a single free-space-coupled experiment. 

A schematic illustrating our approach to building a de¬ 
tector array is shown in Fig[^ As with our 2x2 demon¬ 
stration experiment, the readout is multiplexed, requir¬ 
ing only 2 N readout channels for aniVxA^ square array 
(Figure 1 shows a 3 x 3 for simplicity). All N detectors 
in a given row are wired in parallel to a common current 
bias introduced through the “dc” port of a resistive bias- 
T. Additionally, an ac-coupled row readout amplifier is 
connected to the “rf” port of the bias-T. Each detector 
consists of an SNSPD with kinetic inductance L p ~ 8/iH 
in series with a resistance R p ~ 50U that ensures the bias 
current is partitioned equally among each detector. The 
row current path to ground is provided by an inductance 
L c ^ 3/iH. When a given detector in the row absorbs a 
photon, a local “hot spot” is created, causing that re¬ 
gion of the SNSPD to switch to the normal state with 
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FIG. 1. a) A 3 X 3 array illustrating the multiplexed readout. Bias current is introduced to each row and shunted to ground by 
L c . When a given pixel fires, current is diverted out of the pixel resulting in a positive voltage pulse from the row amplifiers 
and a negative pulse in a column amplifier. Comparison between pulse arrival times between the row and column amplifiers 
reveal which pulse fired, b) Optical micrograph of the array. 


resistance rM Current is then diverted out of that de¬ 
tector (on a time scale tr ~ L p /Rn ~ 1 ns) and into the 
row readout amplifier where a positive voltage pulse is 
observed. This part of the readout, however, only identi¬ 
fies the row in which a photon was absorbed. To identify 
which detector in a given row absorbed a photon, an 
ac-coupled column readout amplifier is wired in parallel 
with L c at the base of each pixel. Over the time tr, the 
impedance of the column inductor is much larger than the 
column amplifier impedance ( L c /tr » R a = 50£4). In 
our previous experiment, the row current path to ground 
was provided by a resistance (labeled Rr in the previous 
paper). As a result, the amplitude of the column pulse 
was reduced by the factor Rr/ (Rr + R a ). Increasing Rr 
would improve the signal amplitude but at the expense 
of increased power dissipation on chip. Our solution was 
to replace Rr with L c . As such, current is preferentially 
diverted from the column readout amplifier resulting in 
a negative pulse whose amplitude is very close in magni¬ 
tude the amplitude of the row pulse. The pulses are fed 
to room-temperature amplifiers and comparator circuits 
and then time-stamped using a 16-channel time-tagging 
unit. Comparison of pulse arrival times from the posi¬ 
tive pulse from one of the N row amplifiers along with 
the negative pulse from one of the N column amplifiers 
reveals which of the N 2 pixels in the array fired. 

An optical micrograph of the array is shown in Fig 1 
b. The array was fabricated on a 3” silicon (Si) wafer. 
Silver leads for the row readout lines and ground plane 
were deposited by electron beam evaporation and pat¬ 
terned by liftoff. The wiring layer also served as a mirror 
under each SNSPD. Silver was chosen to reduce stray re¬ 


sistance in the wiring lines that could adversely affect the 
current partitioning among the detectors, and to reduce 
roughness of the silicon dioxide (Si02) surface described 
below. The series resistance R p was fabricated using pal¬ 
ladium gold (PdAu). The main device layer consists of 
a 4.5 nm-thick layer of WSi deposited by DC magnetron 
co-sputtering from separate W and Si targets. A 235 
nm-thick layer of Si02, serves as the inter-layer dielec¬ 
tric with 2/xm square vias etched though the Si02 to 
make the necessary wiring connections between the de¬ 
vice and bias lines. Electron beam lithography was then 
performed to define the nanowires in PMMA. Each pixel 
has an area of 30/im x 30/im, and consists of meandering 
160nm-wide nanowires on a 240nm pitch. The pixels are 
spaced on a 60/im pitch. The 160 nm nanowire widths 
were chosen to maximize yield at the expense of a large 
plateau in detection efficiency vs. current bias. Typical 
single-pixel devices are fabricated with 120 — 160 nm-wide 
nanowired®. 

The array was cooled to ^ 840mK using a sealed 
helium-4 adsorption refrigerator mounted to a pulse tube 
cooler. The refrigerator had a hold time of ~ 40hrs with 
the readout lines and optical windows installed. The 
readout lines in the cryostat consisted of 16 SMA coax¬ 
ial cables with appropriately chosen thermal conductance 
to keep the heat load on the 800mK stage to ~ 50/iW. 
Light was free-space-coupled to the array from outside 
the cryostat as shown in Fig [2j 1550nm light from a 

50MHz mode-locked laser source was fiber-coupled using 
single-mode fiber with a 10/im core diameter and 0.1 nu¬ 
merical aperture to a fiber collimation package with an 
18.67mm focal length. The collimated beam was then 
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FIG. 2. Free-space-coupling diagram. Collimated light from a 
pulsed laser, as well as incoherent white light, was introduced 
into the cryostat through two 50/50 beam splitters. The cryo¬ 
stat window was 0.5 inches in diameter and made from 5mm 
thick BK7 glass. A 40nm wide BPF, centered at 1550nm and 
mounted to the 40K stage and a 500nm wide BPF, centered 
at 1750nm and mounted to the 4K stage, was used to filter 
black body radiation. An AR-coated lens with a 25.4mm fo¬ 
cal length and linch diameter was positioned directly in front 
of the array to focus the collimated beam to a small spot size. 
Light scattered off the array was sent to an IR camera to aid 
in alignment of the beam to the array. 


sent into the cryostat through two 50/50 beam splitters. 
Alignment of the beam to the array was controlled using 
a single tip/tilt mirror. Incoherent light from an incan¬ 
descent source, used to flood illuminate the array, was 
sent through a diffuser and into the cryostat through the 
same two beam splitters. Light scattered off the array 
was imaged with an infrared camera outside the cryostat 
to aid in alignment of the beam to the array. Light en¬ 
tered the cryostat through a 0.5 inch diameter window 
made from 5mm thick BK7. From here the light passed 
through a series of band pass filters (BPF) to filter out 
room temperature black body radiation. The first BPF 
on the 40K stage had a 40nm bandwidth centered at 
1550nm. The second BPF on the 4K stage had a 500nm 
bandwidth centered at 1750nm. The filter combination 
was selected to give good rejection of light at wavelengths 
> 2/im using commercially-available components. 

In Fig [3] we plot single-shot traces of the readout pulses 
for all 64 pixels in the array. The traces were captured us¬ 
ing a 16 channel oscilloscope by biasing each row individ¬ 
ually and separately triggering on each of the 8 column 
readout channels. When a row and column pulse were 



FIG. 3. Persistence plot of the row and column current pulses 
as well as the electrical cross talk in non-firing channels. The 
amplitudes were normalized to the per-pixel applied bias cur¬ 
rent. The inset shows averaged electrical cross talk pulses that 
were well below the system noise level in the main figure. 


recorded, the signals from the remaining row and column 
channels were also captured in order to show the level of 
electrical cross-talk between readout channels. The large- 
amplitude positive pulses were from the row readout am¬ 
plifiers and the negatively large amplitude pulses were 
from the column readout amplifiers. The electrical cross¬ 
talk was smaller than the system noise level and could 
not be resolved in the main figure. In the inset, we re¬ 
solve the cross-talk traces by averaging 50 times. We can 
see that the column pulse amplitudes were nearly equal 
to the row pulse amplitudes. This equality was due to 
the fact that the column inductor’s impedance was much 
larger than the column amplifier impedance and marked 
an improvement over the readout design employed in the 
2x2 experiment. The pulse amplitudes were calculated 
using the measured gain of the amplifiers (59dB) and as¬ 
suming 50ff amplifier input impedances. The amplitudes 
were then normalized by the per-pixel applied bias cur¬ 
rent which was assumed to be uniform. We note that 
the current pulse amplitudes coupled into the amplifiers 
were only about 80% of the current in each pixel (a small 
port reflection was present at the input of the ampli¬ 
fiers). The remaining 20% of the current was distributed 
throughout the array in the form of leakage current to 
non-firing pixels. We have developed a model, discussed 
in the supplemental material, that allows us to quantify 
the amplitude dependence on array size. As the number 
of array elements is increased, the pulse amplitudes are 
expected to further decrease using this type of multiplex¬ 
ing. Once the pulse heights become comparable to the 
system rms noise level, discrimination between the pulses 
and system noise will be difficult to achieve without ad¬ 
vanced signal processing techniques. Our model predicts 
that the maximum array size we can achieve is 225x225, 
with identical electrical parameters used in this experi¬ 
ment. The details of this calculation are discussed in the 
supplemental material^. 

For the first demonstration of the array, we character- 
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FIG. 4. a) PCR and BCR for all 64 pixels as a function of bias current applied to all 8 rows simultaneously, b) Beam image 
with the rows biased at hias — 0.92 Isw showing the spatial resolution capabilities of the array and readout. 


ized the count rate (CR) of the array as a function of bias 
current applied to each row simultaneously. The back¬ 
ground count rate (BCR) was measured with all sources 
of light turned off. The photo-count rate (PCR) was 
measured with the array flood illuminated using the in¬ 
candescent source. All 16 channels were read out simul¬ 
taneously using a 16 channel time-tagging unit. For each 
bias current value, the count rate was integrated over 1 
second. Figure [4] a) shows a plot of the counts recorded 
for all 64 pixels in the array. The red traces are the per- 
pixel PCR and the black traces are the per-pixel BCR. 
The applied bias current for each trace was normalized 
by the maximum operating current or “switching” cur¬ 
rent Isw f° r that row. For each row, Isw ~ 28.5 /iA 
when not illuminated and Isw ~ 27.3 /iA when illumi¬ 
nated with the incandescent source. We attribute the 
reduction in I switch to a count-rate-dependent re-biasing 
effect due to the AC coupling of the readout channels to 
the readout amplifiers 19 . The observed BCR was ^ 1 kHz 
per pixel, and for the flood-illumination intensity used in 
the figure, the observed PCR was ^ 30kHz per pixel at 
hias ~ Isw • We note that the plateau in PCR with bias 
current wasn’t as large as we typically observe in single¬ 
pixel devices. Additional work needs to be done to un¬ 
derstand why. In Figure [4] b) we show the image of the 
collimated beam from the mode-locked laser with each 
row biased at hias = 0.92 1 switch- A long focal length 
lens outside the cryostat was used to adjust the size of 
the beam to overlap with ~ 16 pixels in the center of 
the array. The spatial distribution of the counts in the 
image is consistent with what we expect to see from a 
Gaussian beam and indicates that the row/column read¬ 
out provides the spatial resolution we expect. 

In summary, we have demonstrated a free-space- 
coupled 64 pixel WSi SNSPD array using an integrated, 
scalable multiplexed readout architecture. Each pixel has 
been shown to be sensitive to light and the row/column 
multiplexing scheme is capable of spatially resolving de¬ 
tection events. We have improved the signal to noise 
ratio for the column readout pulses by replacing the col¬ 


umn resistance with an inductance. We characterized 
the array using free-space-coupled light from an incoher¬ 
ent source as well as coherent light from a laser. This 
work was supported by NIST and the DARPA INPHO 
program. 
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